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VITRO CONDICIONADOR 
Dentine Conditioner 
PROFESSIONAL USE ONLY. 
 
Composition: 
VITRO CONDICIONADOR contains: 11.5% Polyacrylic Acid, Glycerin, Aerosil 200, 
Methylene Blue CI 52015 and Deionized Water. 
 
Indications: 
VITRO CONDICIONADOR is recommended for the removal of the scattered smear layer 
resulting from debris, which appear during the dentinal preparation. 
Dentine conditioning with VITRO CONDICIONADOR greatly enhances the adhesion force of 
glass ionomer cements, through the bonding with calcium and phosphate ions present on the 
dentine. 
 
Presentations: 
Box containing 1 bottle (10 mL) of VITRO CONDICIONADOR. 
 
Storage and Conservation: 
VITRO CONDICIONADOR must be stored between . Do not expose to excessive heat. Keep 
the bottles tightly closed after use. Under these conditions, the product is valid for up to 2 
years as of the manufacturing date. Do not use this product if shelf life had expired. 
 
Instructions for Use: 
The use of gloves and eye-protection is recommended during the procedure. Shake 
before using. 
Wash thoroughly with water in order to remove all visible debris from the prepared 
tooth and dry it with air jets. Apply VITRO CONDICIONADOR on the tooth with a cotton pellet 

or disposable brush and rub for 10 seconds. The solution's blue color will provide excellent 

visualization of the area treated with the product. Remove VITRO CONDICIONADOR by 

rinsing the tooth with water for at least 30 seconds. Dry the tooth gently with air jets and avoid 

tooth dehydration. Apply the glass ionomer cement. 

Attention: 
VITRO CONDICIONADOR must not be used before cementation of bridges and crowns with 
a glass ionomer. In such cases, the smear layer will form a dentine protective layer, which 
should not be removed. In those procedures, mechanical retention should be enough. 
Product wastes must not be reused. They must be disposed as the local law in force.  
 
Precautions: 
Do not allow contact with soft tissues or the skin. In case of contact, you should immediately 
remove the material with hydrophilic cotton soaked with water and rinse thoroughly with 
water. Avoid contact with the eyes; in case of accidental contact, wash the eyes immediately 
with water and see a doctor. This product must be used only by surgeon dentists and for the 
intended use described in the instructions for use . 


